Techniques of nasotracheal intubation with the fiberoptic bronchoscope.
When nasotracheal intubation with a fiberoptic bronchoscope is performed, the tube may be blocked in the nasal cavity or larynx, resulting in several complications including epistaxis and hoarseness. We review the causes and complications of tube blockage and discuss optimal techniques for minimizing it.